Evaluation of polysulfone as a potential biomedical material.
In the course of preliminary screening of various potential biomaterials, polysulfone (PS) has been found to have good biocompatibility (1,2). This paper describes the detailed results of evaluation of PS by several methods. Although a number of screening programs for biomaterials have been published (3,4,5,6,), we used our own program in this experiment.